### RFID Frequency

- **Syringe Pumps**: 11 LF, 23 HF, 59 UHF
- **Infusion Pumps**: 12 LF, 9 HF, 136 UHF
- **AED**: 18 LF, 51 HF, 38 UHF

#### Distance (cm)
- LF: 8, 11
- HF: 23, 5
- UHF: 59, 10

Legend:
- **Yellow** = Device inoperable
- **Light Blue** = Probably not clinically significant
- **Red** = Probably clinically significant