Reviewer’s report

Title: Rotational stability of the AcrySof SA60TT toric intraocular lenses.

Version: 2 Date: 18 February 2008

Reviewer: David Chang

Reviewer’s report:

During my first read, I did not realize that the main purpose was to look at how much the IOL rotated after the first week. This really is not as clear as it should be judging from the abstract. Many of the comparable studies in the literature look at the amount of rotation postoperatively from the selected position at the time of surgery. I feel strongly that the abstract and the introduction (Background) should be re-written to more clearly indicate that this is about rotational stability after one week.

"The aim of this study was to evaluate the postoperative rotational stability of the three types of AcrySof SA60TT toric IOLs in standard cataract surgery after the first postoperative week".

What next?: Accept after minor essential revisions

Level of interest: An article of importance in its field

Quality of written English: Acceptable

Statistical review: Yes, but I do not feel adequately qualified to assess the statistics.