Reviewer's report

Title: Comparison of haematological parameters determined by the Sysmex KX - 21N automated haematology analyzer and the manual counts

Version: 2 Date: 19 October 2009

Reviewer: Shion Imoto

Reviewer's report:

Reviewer's report

-----------------

- Major Compulsory Revisions

The major issue of manual count is variation among operators. In METHODS section, to describe "Manual count was done by a single experienced scientist" seems necessary.

Level of interest: An article of importance in its field

Quality of written English: Acceptable

Statistical review: No, the manuscript does not need to be seen by a statistician.

Declaration of competing interests:

I declare that I have no competing interests.