Reviewer’s report

Title: Smart Pumps and Random Safety Audits in a Neonatal Intensive Care Unit: a new challenge for patient safety

Version: 3 Date: 28 July 2015

Reviewer: Lynn Bayne

Reviewer’s report:

I have some major compulsory recommendations. I hope the authors consider them as this is important work.

Level of interest: An article of importance in its field

Quality of written English: Needs some language corrections before being published

Statistical review: No, the manuscript does not need to be seen by a statistician.

Declaration of competing interests:

I declare that I have no competing interests.